CERTIFICATION OF ANALYSIS
0.040 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION
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of, and at, the Office of Forensic Sciences of the Division of State Police on properly functioning and calibrated

instruments and equipment. - All procedures utilized are accurate, objective, and performed on a routine basis by
personnel within the Office of Forensic Sciences, in accordance with their professional dnfine and racsr.ibitc..

4 (
Ajit R. Tungare

Chief Forensic Scientist

Division of State Police

CI‘“'\
Swomn to and enherrihad hofara waa ia ] a..e N | S,



(Page 4

of 5)

s
State of Netw J ersey

' OFFICE OF THE ATTORNEY GENERAL .
Jon S. CorziNE DEPARTMENT OF LAW AND PUBLIC SAFETY . ANNE MILGRAM
Governor DrvisioN oF STATE PoLICE Attorney General

Post Orrice Box 7068
WEsT Trenton NJ 08628-0068 CoLoNEL JosepH R. FUENTES
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CERTIFICATION OF ANALYSIS .
0.080 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol
concentration within, but not exceeding, the range of 0.094 to 0.099 grams per 100 milliliters of solution.

MANUFACTURER: Drager Safety, Inc. ANALYSIS DATE:07/25/2008
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 08F055

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have

~ an ethyl alcohol concentration range of 0.0977 to 0.0984 grams per 100 milliliters of solution.

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of
conducting periodic tests, pursuant to N.J.A.C. 13:51-3.4, of approved breath test instruments (N.J.A.C. 13:5 1-3.5)
utilized by law enforcement agencies in this State. The manufacturer’s expiration date for this lot of breath alcohol
simulator solution is June 28, 2010.

As Chief Forensic Scientist of the Division of State Police, I hereby certify and attest that the tests and results
documented in this Certificate of Analysis were performed at my direction and under my supervision by personnel
of, and at, the Office of Forensic Sciences of the Division of State Police on properly functioning and calibrated
instruments and equipment. All procedures utilized are accurate, objective, and performed on a routine basis by
personnel within the Office of Forensic Sciences, in accordance with their professional duties and responsibilities.
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State of Nefo Jersey
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Jon S. CorzINE DEPARTMENT OF LAW AND PUBLIC SAFETY ANNE MILGRAM
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(609) 882-2000 Superintendent

CERTIFICATION OF ANALYSIS |
0.160 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol
concentration within, but not exceeding, the range of 0.188 to 0.199 grams per 100 milliliters of solution.

MANUFACTURER: Drager Safety, Inc. ANALYSIS DATE:07/28/2008
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 08G057

Representative samples of the aonc-referenced Lot Number were tested by Gas Chromatography and found to have
an ethyl alcohol concentration range of 0.1956 to 0.1959 grams per 100 milliliters of solution.

This Jot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of _
conducting periodic tests, pursuant to N.J.A.C. 13:51-3.4, of approved breath test instruments (N.J.A.C. 13:51-3.5)
utilized by law enforcement agencies in this State. The manufacturer’s expiration date for this lot of breath alcohol
simulator solution is July 7, 2010. '

As Chief Forensic Scientist of the Division of State Police, I hereby certify and attest that the tests and results
documented in this Certificate of Analysis were performed at my direction and under my supervision by personnel
of, and at, the Office of Forensic Sciences of the Division of State Police on properly functioning and calibrated
instruments and equipment. All procedures utilized are accurate, objective, and performed on a routing basis by
personnel within the Office of Forensic Sciences, in accordance with their professional duties and responsibilities.

A @ @v?m\

Aﬂt R. Tungare
Chief Forensic Scientist
Division of State Police

At
Sworn to and subscribed before me this |9 day of A oI - , 2008,

e G

JOHNR. LEAVER
NOTARY PUBLIC STATE OF NEW JERSEY
MY COMMISSION EXPIRES 12/14/2012

Notary




(Page 2 of 2)

g 333 S u, R JerSe
OFFICE OF THE ATTORNEY GENERAL
Jon S. Corzinge DEPARTMENT OF LAW AND PUBLIC SAFETY ANNE MILGRAM
Goveriior Division or State PoLick Atlorney General
Post Orrick Box 7068
West Trenton NJ 08628-0068 CoLoNELJosEPH R FuENTES
(609) 882-2000 Superintendent

CERTIFICATION OF ANALYSIS
U.10 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol
concentratiom within, but not exceeding, the range of 0.117 to 0.125 grams per 100 milliliters of solution.

MANUFACTURER: Drager Safety, Inc. ANALYSIS DATE: 7/20/2009
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 09G067

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
an ethyl alcohol concentration range of 0.1193 to 0.1203 grams per 100 milliliters of solution.

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of
conducting periodic tests, pursuant to N.J.A.C. 13:51-3.4, of approved breath test instruments (N.J.A.C. 13:51-3.5)
utilized by law enforcement agencies in this State. The manufacturer’s expiration date for this lot of breath alcohol
simulator solution is July 1, 2011.

As Chief Forensic Scientist of the Division of State Police, I hereby certify and attest that the tests and results
documented in this Certificate of Analysis were performed at my direction and under my supervision by personnel
of, and at, the Office of Forensic Sciences of the Division of State Police on properly functioning and calibrated
instruments and equipment. All procedures utilized are accurate, objective, and performed on a routine basis by
personnel within the Office of Forensic Sciences, in accordance with their professional duties and responsibilities.

Ay € Glnpa
e

Chief Forensic Scientist
Division of State Police

= ,d l:
Swo;‘n to and subscribed before me this ¥ day of , 2009.
2R, T /{ !Lé(-/ 24 A
I

e
thary

uan.o'é:n
by Comemission Expire ‘;

HONCR

New Jersey Is An Equal Opporiunity Employer
Primted on Reexeled Paper and Reeyelable




(Page 2 of 2)
State of Nefo Jersey
OFFICE OF THE ATTORNEY GENERAL
Jon S. CorzINE DEPARTMENT OF LAW AND PUBLIC SAFETY ANNE MILGRAM
Governor DrvisioN oF STATE PoLICE Attorney General
Post Orrice Box 7068
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CERTIFICATION OF ANALYSIS

0.10 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol
concentration within, but not exceeding, the range of 0.117 to 0.125 grams per 100 milliliters of solution.

MANUFACTURER: Drager Safety, Inc. ANALYSIS DATE: 5/08/2009
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 09D065

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
an ethyl alcohol concentration range of 0.1201 to 0.1210 grams per 100 milliliters of solution.

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of
conducting periodic tests, pursuant to N.J.A.C. 13:51-3.4, of approved breath test instruments (N.J.A.C. 13:51-3.5)
utilized by law enforcement agencies in this State. The manufacturer’s expiration date for this lot of breath alcohol
simulator solution is April 22, 2011.

As Chief Forensic Scientist of the Division of State Police, I hereby certify and attest-that the tests and results
documented in this Certificate of Analysis were performed at my direction and under my supervision by personnel
of, and at, the Office of Forensic Sciences of the Division of State Police on properly functioning and calibrated
instruments and equipment. All procedures utilized are accurate, objective, and performed on a routine basis by
personnel within the Office of Forensic Sciences, in accordance with their professional duties and responsibilities.
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Ajit R. Tungare
Chief Forensic Scientist
Division of State Police
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My Commission
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